Goulding, Conor

From: Dean.Steve@epa.gov

Sent: Thursday, July 15, 2004 6:18 PM
To: Dean.Steve@epa.gov

Subject: Ludlum 2221 Ratemeter_ Scaler
Importance: High

Steve Dean/RY/USEPA/US To Steve Dean/RY/USEPA/US@EPA

07/15/2004 06:17 PM ce

bee

Subject Ludlum 2221 Ratemeter/ Scaler

Ludlum 2221 Ratemeter/ Scaler (serial #126490) with 4420 gamma scintillation probe (serial
#PR182771) calibrated November 24, 2003.

Reference Site Background in cpm (one minute counts)

. 13,267
. 13,467
. 15,809
. 16,108
. 15,882
. 19,570
. 18,365
. 15,921
9.17,106
10. 21,370
Mean Reference background 16,686 cpm
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Investigation Area in cpm

1. 18,098
2.18,595
3.18,399
4.17,097
5.19,302
6. 18,154
7.17,908
8.17,687
9.18,232
10. 19,421
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18,289 cpm Mean Investigation site background
Exploranium GR130 MiniSpectrometer (serial #1163+GM_ B).
Stabilized with 0.25uCurie Cesium 137 calibration source.

AM PM

Stabilization: OK OK

Peak: 55.2 55.2

FWHM 7.2% 7.4%

Gain 88 97
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